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We propose a two-photon microscope scheme capable of real-time, three-dimensional investigation of the
electric activity pattern of neural networks or signal summation rules of individual neurons in a
0.6 mm � 0.6 mm � 0.2 mm volume of the sample. The points of measurement are chosen according to
a conventional scanning two-photon image, and they are addressed by separately adjustable optical
fibers. This allows scanning at kilohertz repetition rates of as many as 100 data points. Submicrometer
spatial resolution is maintained during the measurement similarly to conventional two-photon
microscopy. © 2007 Optical Society of America
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1. Introduction

Two-photon microscopy is an effective tool for three-
dimensional (3D) high-resolution imaging of biologi-
cal specimens such as neurons in vivo.1 The problem
of measuring signals of neurons or neural networks
within the signal transition time, however, has not
been solved yet. Applications such as imaging of den-
dritic integration and arithmetics of neuronal sig-
naling show the need for real-time measurements
while keeping the advantages of two-photon or other
types of nonlinear microscopy.2,3

The drawback of current two-photon microscope
systems is that they obtain 3D images by scanning a
laser beam in two dimensions. The 3D volume can be
reconstructed only after subsequent recording of hun-

dreds of 2D images along the optical axis (z axis). This
procedure takes up to a few minutes, which is several
orders of magnitude longer than the signal transition
time ��1 ms� of neurons. Signal propagation needs to
be investigated only in certain points (such as den-
dritic spines), which lie randomly distributed in 3D
space. This requires the ability to carry out measure-
ments on arbitrary points within a 3D volume well
within the signal transition time. Systems using
piezofocusing to change the focus are able to acquire
data from different focal planes to within hundreds of
milliseconds but this is still longer than the signal
transition time.

The idea of carrying out measurements only in
certain points is realized in the following way. First
a conventional 3D image is obtained by taking 2D
scanning two-photon images of the sample. One
has to determine the coordinates of the points �P1,
P2, . . . , Pn� of interest from the reconstructed image
[see Fig. 1(a)]. Next, the real-time measurement of
neural activity is carried out. The selected points are
sequentially addressed by a high-speed acousto-optic
(AO) deflector combined with a fiber bundle (of n
optical fibers) and a properly designed optical imag-
ing system [see Fig. 1(b)] by aligning the fiber ends by
micropositioning mechanics4 and imaging them onto
the selected points of the sample.

We present a novel two-photon microscope scheme
that is capable of high-speed measurement of signal
transitions in neural networks or through single neu-
rons in a 3D volume of approximately 0.6 mm �
0.6 mm � 0.2 mm. In Section 2 we describe the ar-
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rangement of the proposed system. In Sections 3 and
4 we summarize the temporal characteristics of fem-
tosecond laser pulses and the spatial resolution mea-
surements of the setup. A conclusion is drawn in
Section 5.

2. Experimental Setup

To obtain a sufficient fluorescence signal by two-
photon excitation, high-energy density is needed.
This requirement can be met by minimization of the
focused beam diameter and the pulse duration. The
minimization of pulse duration is theoretically lim-
ited only by the finite absorption bandwidth of fluo-
rescent dyes if proper dispersion precompensation is
provided. Fluorescent dyes used for detecting Ca2�,
etc., ions typically have a full width at half-maximum
(FWHM) absorption bandwidth ���� of tens of nano-
meters per second. This bandwidth supports exci-
tation pulses with time durations of �20 fs and
above.

We used standard single-mode optical fibers (Thor-
labs 780HP) to deliver femtosecond pulses to selected
points of the sample in order to ensure a Gaussian
shape for the laser beam profile. This raises the issue

of delivering relatively high-energy pulses (up to
1 nJ) without temporal distortions. The temporal
shape of the femtosecond laser pulses is maintained
by minimizing nonlinear effects during propagation.
Distortion-free fiber delivery is achieved by using
relatively broadband (i.e., temporally short, �� �
25 fs, transform limited) infrared laser pulses and
applying the chirped pulse concept widely used in
chirped pulse amplification (CPA) systems.5 Briefly,
the CPA consists of the following steps: (i) stretching
of the initially short pulses by high group delay dis-
persion (GDD) in order to decrease the peak intensity
and thus the nonlinearity in the fiber-amplifying me-
dia; (ii) propagation in the fiber-nonlinear media; (iii)
recompression of the laser pulses by introducing
nearly the same dispersion of the opposite sign. Since
the free space between the two objectives (OBJ1,
OBJ2, see Fig. 2) is limited, we use the high-space-
demanding negative GDD setup before the fiber.
High negative chirp �GDD � �14,000 fs2�—i.e., pulse
stretching—was introduced by a Proctor and Wise
four-prism sequence,6,7 which is adequate for the con-
trol of third-order dispersion (TOD) as well. High
positive GDD after the fiber is realized by a highly
dispersive zinc-selenide (ZnSe) unit built into the im-
aging system, which is a right-angle prism, for prac-
tical reasons.

Our experimental setup is shown in Fig. 2. In our
measurements, we used a mode-locked Ti:sapphire
laser oscillator [FemtoRose 20 MDC (Ref. 8)] with a
central wavelength of 795 nm and a FWHM band-
width of �20 nm.

A Faraday isolator (FI) was placed after the Proctor
and Wise four-prism sequence in order to avoid any
disturbance of the laser operation by backreflections
from the fibers. This FI reduced the negative disper-
sion by GDD � 2700 fs2. Switching between the op-
tical fibers is carried out by computer controlled AO
switches �AOx, AOy� in the two perpendicular direc-
tions.9,10 Each AO switch is a TeO2 crystal with a
piezoelectric driver that generates sound waves of
�50–90 MHz. There is a trade-off between the dif-
fraction efficiency and the resolution of the AO, so
higher efficiency is possible, if one lowers the need for
the 10 � 10 fiber matrix. In our experiments, we
tuned AOx for relatively high resolution ��50% effi-
ciency) and AOy for high throughput ��80%�, thus
coupling into 5 � 2 fibers is achievable with �40%
AO efficiency. Switching time between the fibers
could be reduced to 1–3 	s depending on the number
of fibers (ideally up to 10 � 10) to be addressed. The
AO switches introduce an additional positive GDD of
�1500 fs2. Angular dispersion of the AO switches is
compensated by antireflection coated prisms �Px, Py�
made of SF11 glass. This was properly designed for
the 30 MHz driving frequency and the 805 nm oper-
ating wavelength (prism tip angle �38°, incident an-
gle �60°–65°). The AO switches are then imaged onto
the fiber coupling lenses �Li, i 
 1, . . . , n� by a large
diameter doublet lens �L1� free of spherical and
chromatic aberration. Optimization of coupling into

Fig. 1. (a) Dendritic spines to be measured in a 3D volume (pro-
jection of 53 two-photon images in the z direction) and (b) scheme
of the AO switch, optical fibers, and imaging system, which ad-
dresses the points of interest for two-photon excitation.
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single-mode fibers is performed by fine tuning of the
frequencies of the AO switches.

The output ends of the optical fibers are imaged
onto the sample by a 10:1 telescope imaging system.
The imaging system consists of a collimating objec-
tive (OBJ1, 4�, NA � 0.13), the high-dispersion ZnSe
prism, and a focusing objective (OBJ2, 40�, NA
� 0.8). The light is propagated through the ZnSe
prism and reflected on its second surface by total
internal reflection. The surfaces of the prism are
covered by antireflection coating to reduce reflec-
tion losses. Optionally we can place two glass plates
(GP) after the fibers for fine adjustment of the fo-
cused spots by varying the angle of the GP. The
focusing objective has a high numerical aperture
(NA � 0.8) for strong focusing and for collecting
most of the fluorescent photons exiting the sample
after excitation. The fluorescent signal has a (blue-)
shifted spectrum compared to the laser spectrum;
practically they do not overlap, consequently, the
spectral filtering can be performed by a dichroic
mirror (D). Fluorescent photons are detected by
photomultiplier tubes (PMT1, PMT2), usually com-
bined with spectral filters.

The lower part of Fig. 2 is a conventional scanning
two-photon microscope used for the selection and
alignment of the points to measure. It is illuminated by
the Ti:sapphire laser oscillator when flipping a beam-
steering mirror (B). This unit consists of two scanning
galvanomirrors �M4, M5� and a lens �L2� imaging the
mirrors onto the input aperture of the focusing objec-
tive �OBJ2� when replacing the ZnSe prism with a
dichroic mirror (D). Fluorescent light can be collected
by either of the PMTs shown in Fig. 2.

3. Temporal Characteristics

The spectral and temporal characteristics of our laser
are shown in Fig. 3. Our fiber delivery system was
designed according to the following steps. We mea-
sured the spatial resolution of the telescope imaging
system in order to find the possible maximal dimen-
sions of the ZnSe prism that can be built into the
imaging system while maintaining acceptable reso-
lution for two-photon microscopy. The limited optical
path length inside the imaging system is due to the
fact that the beams exiting those optical fibers, which
are distant from the optical axis, are apertured by the

Fig. 2. Experimental setup for random-access 3D two-photon measurements.
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imaging system and the given aperture size intro-
duces higher loss and aberration if the free optical
path is increased. We also measured the dispersion
curve of the ZnSe prism fabricated for this purpose
[Fig. 4(a)] with white-light interferometry11,12 and
calculated the dispersion parameters (GDD, TOD)
that have to be compensated for before the fiber. We
simulated pulse propagation through the optical fi-
bers13 in order to control the prechirp and optimize
pulse parameters for our system. To find the optimal
arrangement of the Proctor and Wise four-prism se-
quence of SF10 prisms, we measured or estimated
dispersion of the optical components in the system
and calculated the corresponding distance values for
pulse stretching.14 The results of the dispersion cal-
culation for the optimized Proctor and Wise four-
prism sequence with the design parameters are
shown in Fig. 4(b).

Using the computer simulation, we also checked
the stability of pulse duration at different pulse en-
ergies. Figure 5(a) shows the effect of recompression
of the initially stretched pulse by the high positive
dispersion imaging system. Pulses stretched to �1 ps
time duration can be recompressed to �40 fs. Fig-
ure 5(b) shows that the pulse duration remains
�40 fs if the coupled energy is 40 mW or less (20,
10 mW).

However, pulses with the same duration at 80
mW average power �E � 1 nJ� can be recompressed
only to �100 fs due to nonlinear effects in the fiber,
for which the corresponding intensity is not sufficient
for our purposes. Simulations show that �25 fs
pulses can be generated at the sample even at 80 mW

if we use �40 nm FWHM bandwidth input pulses.
This is due to the much higher stretching effect of the
same dispersion for shorter pulses, which causes
smaller nonlinearities in the fiber.

The fiber delivery system was tested by measuring
the temporal and spectral properties of the femtosec-
ond pulses at different energy levels. In the experi-
ment, we used single-mode optical fibers with a
length of 130 mm. After collimating the light exiting
the single-mode fiber, the negative dispersion was
compensated for by the ZnSe prism (the length of the
beam path in ZnSe was 12 mm, which provided
GDD � 10,000 fs2). The measured spectra and a cor-
responding autocorrelation trace at the output are
shown in Fig. 6. We found that the spectral width of
the transmitted pulse is smaller than that of the laser
pulse. This is a result of the interplay between the
negatively chirped pulse and the positive frequency
chirp induced by self-phase modulation in the optical
fiber.

Fig. 3. (a) Measured laser spectrum: �0 
 795 nm, �� � 20 nm.
(b) Measured interferometric autocorrelation function at the laser
output: �� � 55 fs (slightly chirped pulse).

Fig. 4. (a) Dispersion curve of the ZnSe prism calculated from the
measured delay values. (b) Measured dispersion curve of the Proc-
tor and Wise four-prism sequence (L1, L2, and L3 are distances
between the prisms and d1, d2, d3, and d4 are the distances of the
beam propagating in the prism and the prism tip).
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The chirped pulse delivery system supports sub-100
fs pulse transmission up to 0.5 nJ energy levels (cor-
responding to 40 mW average power); such pulse
energies are suitable for nonlinear microscopy. Addi-
tional losses in the imaging system reduced the trans-
mitted average power to 15 mW at the sample. In a scattering biological sample, the thickness that

can be investigated is limited due to the limited achiev-
able pulse energy. Limited pulse energy and in vivo
imaging deeper in the brain could be realized by the
usage of recently developed hollow-core photonic
bandgap fiber technology. This allows distortion-free
delivery of femtosecond pulses of pulse energies up to
4.6 nJ for 170 fs pulse durations.15

4. Spatial Resolution

The imaging system located between the fiber mi-
cropositioning system and the sample exhibit a 10:1
magnification. To determine the focusability of the
beam exiting the fiber and the spatial resolution of
the telescope imaging system, 3D two-photon images
of fluorescent beads were taken. The beads had a
diameter of 10 	m. The spatial resolution of the
system, measured at a 10 mW power level, was
evaluated using the method described by Kuba and
Nakayama16 (see Fig. 7). The lateral resolution of
our optical system was found to be better than 1 	m
in the examined volume of 0.6 mm � 0.6 mm �
0.2 mm and even better, �0.6 	m in the central re-
gion of the field of view.

5. Conclusion

A novel 3D two-photon microscope system has been
proposed that is suitable for real-time investigation of

Fig. 5. (a) Recompression of �1 ps stretched pulse to �40 fs by
the highly dispersive imaging system. (b) Pulse duration remains
�40 fs at different pulse energies: 40, 20, 10 mW after the imaging
system.

Fig. 6. (a) Input and output spectra of femtosecond laser pulses
transmitted through the chirped pulse fiber delivery system and
(b) measured autocorrelation trace at the output (dispersion com-
pensating unit included) at 38 mW.

Fig. 7. (a) Two-photon microscope image of 10 	m diameter flu-
orescent beads measured in different depths of the sample. (The
different focal planes were addressed by moving the fiber end
positions along the z direction and the xy scanning was realized by
translating the sample in the given focal plane.) (b) Intensity dis-
tribution along the lateral diameter (x) of a bead for evaluation of
the resolution.
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neuronal microcircuits, cortical firing patterns, and
the activity of large neuronal populations. Employ-
ing AO deflectors and optical fibers, the points of
interest—which are randomly distributed in 3D—can
be investigated within the signal transition time.

Distortion-free fiber delivery has been described in
detail and was achieved by the chirped pulse concept
used in chirped pulse amplification systems. Femto-
second pulses were stretched by applying a Proctor
and Wise four-prism sequence then delivered through
the fibers without spectral distortion. Recompression
after the fiber was realized by a high-dispersion ZnSe
prism built into the imaging system. Temporal char-
acteristics and spatial resolution of the proposed sys-
tem were carefully examined. The results show that
fast scanning at kilohertz repetition rates with as
much as 100 data points in a volume of approxi-
mately 0.6 mm � 0.6 mm � 0.2 mm of the sample
can be achieved. Furthermore, application of pho-
tonic crystal fibers as an alternate method could
reduce losses by skipping the Proctor and Wise four-
prism sequence and the ZnSe prism.
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